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Lateral stiffness: A new nanomechanical measurement for the
determination of shear strengths with friction force microscopy
Abstract
We present a technique to measure the lateral stiffness of the nanometer-sized contact formed between a
friction force microscope tip and a sample surface. Since the lateral stiffness of an elastic contact is
proportional to the contact radius, this measurement can be used to study the relationship between friction,
load, and contact area. As an example, we measure the lateral stiffness of the contact between a silicon nitride
tip and muscovite mica in a humid atmosphere (55% relative humidity) as a function of load. Comparison
with friction measurements confirms that friction is proportional to contact area and allows determination of
the shear strength.
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Lateral stiffness: A new nanomechanical measurement for the determination
of shear strengths with friction force microscopy
R. W. Carpick,a) D. F. Ogletree, and M. Salmeronb)
Materials Sciences Division, Lawrence Berkeley National Laboratory, Berkeley, California 94720
~Received 21 November 1996; accepted for publication 20 January 1997!
We present a technique to measure the lateral stiffness of the nanometer-sized contact formed
between a friction force microscope tip and a sample surface. Since the lateral stiffness of an elastic
contact is proportional to the contact radius, this measurement can be used to study the relationship
between friction, load, and contact area. As an example, we measure the lateral stiffness of the
contact between a silicon nitride tip and muscovite mica in a humid atmosphere ~55% relative
humidity! as a function of load. Comparison with friction measurements confirms that friction is
proportional to contact area and allows determination of the shear strength. © 1997 American
Institute of Physics. @S0003-6951~97!01412-5#
The friction force microscope ~FFM!1 has emerged as an
important tool to study nanotribology—the atomic scale ori-
gins of friction, adhesion, lubrication, and wear.2 Recent ob-
servations indicate that at low loads, the FFM tip can form a
single asperity contact with a surface3–6 and wearless inter-
facial sliding occurs. Friction appears to scale with load in
proportion to the area of contact as predicted for a continu-
ous, elastic, single asperity contact. In other words,
F f5tA5tpa2, ~1!
where F f is the frictional force, A the contact area, a the
contact radius, and t the shear strength ~shear force/area!, in
contrast to the macroscopic observation of friction being pro-
portional to load ~due to multiple asperity contact7 and/or
wear or plastic deformation8!. However, contact area is not
directly measured with FFM, so a contact mechanical model
must be chosen to properly investigate the relationship be-
tween friction and contact area. The particular model uti-
lized, such as the Hertz9 or Johnson–Kendall–Roberts10
model, depends upon the strength and range of the tip-
sample interaction forces11 ~among other things!, which is
uncertain in each case. The contact area-load relation for a
single asperity also depends upon the tip shape, as demon-
strated experimentally by Carpick et al.6 Furthermore, if the
shear strength is not independent of load ~pressure!, then the
load dependence of shear strength and contact area become
convoluted.4 As well, the models used neglect the effect of
lateral forces upon the contact area, yet this may indeed be a
significant effect12,13 to explore. For these reasons, an inde-
pendent measurement related to the contact area is desirable.
Contact stiffness is defined as the amount of force per
unit displacement required to compress an elastic contact in a
particular direction, has the units of N/m, and is essentially
the ‘‘spring constant’’ of the contact. For example, the nor-
mal stiffness is given by k5dL/dz , where L is the applied
load ~normal force!, and z is the elastic penetration depth. In
the Hertz case9 ~an elastic sphere-plane contact!,
kcontact52 aE*, ~2!
where E*5@(12n12)/E11(12n2)2/E2# -1; E1 and E2 are the
Young’s moduli of the sphere and plane, respectively, and
n1 and n2 the respective Poisson’s ratios. From Eq. ~2!, the
normal stiffness is directly proportional to the contact radius,
which for the Hertz case is given by a5(3RL/4E*)1/3,
where R is the sphere radius ~the sphere is approximated as a
paraboloid!. Typically the contact strain is concentrated
within a volume of the order a3.
With FFM, the plane corresponds to the sample, and the
sphere corresponds to the tip. In addition, the sphere is at-
tached to a spring, i.e., the cantilever, which has its own
stiffness ~the normal spring constant k lever). The cantilever
and the contact are thus two springs in series @Fig. 1~a!#. For
nanometer-sized contacts between common materials like
metals and ceramics, stiffness values are roughly 50–500
N/m. However, the normal stiffness of typical commercial
FFM cantilevers, k lever , is on the order of 0.01–1 N/m. Thus
nearly all the elastic compression is taken up by the lever and
not the contact, so the measurement is relatively insensitive
to kcontact . Notably, Pethica and co-workers14 have designed
a substantially modified scanning force microscope using
custom-made cantilevers where a magnetic force is directly
applied to the tip. With this setup, the normal stiffness can be
sensitively measured.
a!Also at Department of Physics, University of California at Berkeley, Ber-
keley, California.
b!Author to whom correspondence should be sent. Phone: ~510! 486-6704;
fax ~510! 486-4995. Electronic mail: salmeron@stm.lbl.gov FIG. 1. Model showing normal and lateral stiffnesses in FFM.
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However, the typical lateral stiffness of commercial
FFM cantilevers, k lever , is around 50–200 N/m,15 i.e., of the
same order as the lateral contact stiffness, kcontact , so typical
cantilevers can accurately measure variations in the lateral
stiffness of nanometer-sized contacts, i.e.,
dF lateral
dx 5k tot5F 1k lever1 1kcontactG
21
, ~3!
where F lateral is the lateral force ~cantilever torsion!, and x is
the lateral displacement @Fig. 1~b!#. For a sphere-plane con-
tact, kcontact is given by19
kcontact58 G*a , ~4!
where G*5@(22n1)/G11(22n2)/G2# -1. Here G1 and G2
are the tip and sample shear moduli, respectively. Again,
kcontact is directly proportional to the contact radius. A further
advantage is that Eq. ~4! holds, regardless of the tip-sample
interaction forces,16 unlike the analogous equation for nor-
mal stiffness, Eq. ~2!, which must be modified for non-
Hertzian contacts.
A simple explanation of Eq. ~4! is obtained by consider-
ing an applied lateral force dF lateral at fixed load, i.e., apply-
ing a lateral stress ds over the contact area A , producing a
proportional strain de , where de}dx/a ~since a is the length
scale of the stress distribution!. Stress and strain are related
by Hooke’s Law, ds5G3d« , where G is the shear modu-
lus, appropriate for the direction of the applied stress consid-
ered here. Hence dF lateral /A }G3dx/a , giving dF lateral /dx
}G3a as in Eq. ~4!. Note the simplifying assumption that
the contact radius is not affected by the lateral displacement
dx . This is reasonable and expected for small lateral
displacements.16 In the case of normal stiffness, the normal
displacement dz does change the contact radius, which es-
sentially explains why normal stiffness is not generally pro-
portional to contact radius ~except in the Hertz case!. The
relation between lateral stiffness and energy dissipation from
friction has been discussed by Colchero et al.17
As long as there is finite static friction between the tip
and sample, the lateral stiffness can be measured. Consider
the lateral force response of a cantilever as it scanned across
a sample ~Fig. 2!. Typically, atomic scale stick-slip behavior
is preceded by an initial sticking portion, the slope of which
corresponds to dF lateral /dx5k tot , the total lateral stiffness.
To measure this slope accurately, the relative lateral position
between the cantilever base and the sample is sinusoidally
modulated with an amplitude small enough, typically a few
angstroms, to avoid slip even at low loads. A lock-in ampli-
fier is used to measure the amplitude of the lateral force
response over a range of loads. If slip occurs, a significant
out-of-phase lock-in response results. A two channel lock-in
can monitor the out-of-phase component, to discard mea-
surement points where slip occurred. This will be discussed
in more detail elsewhere18 and was not necessary for this
example. The in-phase amplitude (dF lateral) divided by the
amplitude of relative displacement ~dx , determined by accu-
rately knowing the piezo response calibration! corresponds
to the total lateral stiffness of the system, k tot @Eq. ~3!#. Using
a similar setup, Colchero et al.19 measured friction by using
a large lateral displacement amplitude so that sliding took
place. For our measurements, a silicon nitride Digital
Instruments20 cantilever with a nominal normal force con-
stant ; 0.58 N/m was used.
Lateral stiffness (k tot) was measured versus load for
the tip contacting freshly cleaved muscovite mica in
humid atmosphere @;55% relative humidity ~RH!#
~Fig. 3 - crosses!. The k tot shows a distinct load dependence
with a good signal to noise ratio. The fit ~Fig. 3 - solid line!
indicates how k tot should vary with load ~also fitting a value
for k lever), using the Hertz theory with the load axis shifted
by the critical load Lc ~pull-off force!,
a5F 3 R4E* ~L1Lc !G
1/3
. ~5!
This dependence is predicted by Fogden and White21 for an
elastic contact in the presence of capillary condensation for
appropriate values of the elastic constants, tip radius, and
relative humidity. Using their model, we have determined
that Eq. ~5! should apply in our case. A more detailed dis-
cussion of this approach has been presented elsewhere.4 Note
from Fig. 3 that k tot only reaches 35% of k lever at the highest
load; the contact deformation is equal to or greater than the
lateral lever deformation at loads and conditions typically
encountered in FFM experiments.17
We emphasize that no model needs to be chosen to de-
termine the shear strength t of the contact. To do this, fric-
FIG. 2. Lateral force signal vs lateral displacement (x). Solid line: a rela-
tively stiff contact. Dashed line: a softer contact—there is less cantilever
bending per unit displacement since the contact is being substantially com-
pressed.
FIG. 3. Crosses: lateral stiffness (k tot) vs load data. Solid line: a fit of the
shifted Hertz model @Eq. ~5!#. As load increases, k tot asymptotically ap-
proaches k lever , (;190 N/m, from the fit!, although, even at the maximum
load, k tot ; 35% k lever . Triangles: F f vs load, acquired shortly after the
stiffness measurement.
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tion was measured as a function of load immediately after
the stiffness measurement ~Fig. 3 - triangles! using a stan-
dard technique described elsewhere.3,6,22 To see how t varies
with load, Eqs. ~1!, ~3!, and ~4! are combined to give
t5
64 G*2F f
pkcontact
2 . ~6!
We calculate and plot 64G*2F f /pkcontact2 at each load
value from the separately acquired measurements of friction
and stiffness ~Fig. 4!. The shear strength t appears to be
independent of load with a value of ;680 MPa, except near
pull-off (;240 nN!. We believe this low-load anomaly is
due to water or hydrocarbon contaminants between the tip
and sample which lead to low stiffness values at low loads,23
and/or slippage occurring at low loads. We emphasize that
this value for t is an estimate as we rely upon bulk values of
the elastic constants. These values are somewhat uncertain
for the tip material, silicon nitride, because it is produced by
chemical vapor deposition resulting in an amorphous struc-
ture with uncertain stoichiometry and residual stress. Our
most informed estimate is G1561 GPa, n1 50.27.24,25 The
bulk values for mica are G2513.5 GPa, n1 50.10.26 Mica,
having a significantly smaller shear modulus, influences
G* more strongly, giving G*55.9 GPa. It is not known if
the bulk values for elastic constants are valid at the nanom-
eter scale ~which could in fact be tested with this method!,
but recent nanomechanical measurements of gold indicate
approximate agreement with bulk values.27,28 Unlike model-
dependent methods, the tip radius is not needed to calculate
t . Note that if the tip is not parabolic, the coefficient
of G*a in Eq. ~4! would be different. We confirmed this
tip to be parabolic using the sharp edges of a faceted
SrTiO3~305! sample as described previously.6,29 A certain
value for k lever was assumed above. Methods to determine
k lever if calibration uncertainties exist will be discussed else-
where, along with detailed comments on error analysis and
further measurements at other humidities and in ultrahigh
vacuum ~UHV!.18
In conclusion, we have described a fast and straightfor-
ward technique to determine the shear strength of a FFM
tip-sample contact independent of contact mechanics models,
by measuring the lateral contact stiffness. In general, friction
and lateral stiffness measurements are complementary tech-
niques which should be employed in tandem when studying
nanotribology with FFM.
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